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Supplementary Table 1. Salmonella strains and their corresponding Ct results and CFU/mL concentration from the inclusivity study for kit A
	Isolate IDa
	Serovar
	Rep 1b  Ct value
	Rep 2  Ct value
	Rep 3   Ct Value
	Average Ct
	Averagec CFU/mL

	FSL S5-0580
	I 1,4,[5],12:i:-
	 33.80
	33.77
	 33.72
	33.76
	2.69E+04

	FSL R8-0153
	Aarhus
	 32.32
	 33.87
	34.29
	33.49
	2.17E+04

	FSL R9-0513
	Abaetetuba
	 35.32
	 36.07
	 35.42
	35.60
	1.32E+04

	FSL R8-2110
	Adelaide
	38.83
	 37.24
	 37.20
	37.76
	3.21E+03

	FSL R8-9020
	Agona
	 36.31
	 35.51
	 35.37
	35.73
	8.70E+03

	FSL S5-0517
	Agona
	 33.40
	 34.61
	 34.30
	34.10
	3.54E+04

	FSL R8-2924
	Alachua
	32.33
	 33.38
	 34.63
	33.44
	2.14E+04

	FSL R8-7981
	Anatum
	 35.70
	36.62
	 36.69
	36.34
	8.30E+03

	FSL R8-7922
	Bareilly
	 35.39
	 36.33
	 35.75
	35.82
	7.10E+03

	FSL R8-1295
	Barranquilla
	 32.44
	 33.51
	 34.36
	33.44
	2.20E+04

	FSL S5-0648
	Blockley
	 33.35
	 34.37
	 34.34
	34.02
	2.27E+04

	FSL R8-7984
	Braenderup
	 36.16
	 36.35
	 35.24
	35.92
	7.20E+03

	FSL R8-2629
	Bredeney
	32.77
	 33.76
	 34.73
	33.75
	2.63E+04

	FSL R8-0370
	Cerro
	 37.49
	 37.57
	37.28
	37.45
	7.87E+03

	FSL R8-3581
	Cubana
	 32.45
	 33.73
	 33.79
	33.33
	1.92E+04

	FSL R8-2630
	Derby
	 33.09
	 34.23
	34.14
	33.82
	2.24E+04

	FSL R8-5370
	Dessau
	 35.03
	 35.69
	35.76
	35.49
	7.50E+03

	FSL S5-0439
	Dublin
	34.32
	 35.05
	 34.56
	34.64
	2.78E+04

	FSL R8-2454
	Ealing
	 38.34
	 36.10
	36.48
	36.97
	3.48E+03

	FSL S5-0415
	Enteritidis
	 33.61
	 34.05
	 34.17
	33.94
	2.39E+04

	FSL R8-5569
	Gaminara
	35.33
	 36.64
	36.42
	36.13
	1.08E+04

	FSL R8-5223
	Hartford
	 35.64
	 35.75
	36.01
	35.80
	1.03E+04

	FSL S5-0549
	Havana
	 34.05
	 35.61
	 35.33
	35.00
	1.98E+04

	FSL S5-0448
	Heidelberg
	 34.05
	 34.14
	 34.19
	34.13
	2.29E+04

	FSL R8-4726
	Ibadan
	 34.08
	 34.05
	 34.17
	34.10
	2.83E+04

	FSL R8-5224
	Ibadan/Mississippi
	 35.15
	 36.96
	 36.12
	36.08
	7.20E+03

	FSL S5-0734
	Infantis
	 34.33
	 34.17
	33.67
	34.06
	2.72E+04

	FSL S5-0395
	Javiana
	 37.18
	 35.57
	 35.68
	36.14
	7.90E+03

	FSL S5-0703
	Johannesburg
	34.57
	 34.23
	34.63
	34.48
	2.47E+04

	FSL S5-0273
	Kentucky
	 34.52
	 36.41
	 36.55
	35.83
	7.30E+03

	FSL R8-6279
	Lille
	36.44
	 36.64
	 36.72
	36.60
	7.70E+03

	FSL R8-5215
	Livingstone
	 35.58
	 35.78
	 36.12
	35.83
	5.60E+03

	FSL R8-9562
	Loubomo
	 34.11
	 36.51
	 33.88
	34.83
	8.62E+03

	FSL S5-0451
	Mbandaka
	33.88
	34.05
	34.74
	34.22
	2.64E+04

	FSL R8-6670
	Meleagridis
	 35.20
	 36.08
	 35.55
	35.61
	8.10E+03

	FSL R8-2410
	Minnesota
	 32.45
	33.52
	 34.05
	33.34
	2.33E+04

	FSL A4-0633
	Mississippi
	33.00
	 34.29
	 34.07
	33.78
	2.46E+04

	FSL S5-0630
	Montevideo
	34.37
	 34.46
	35.17
	34.67
	2.39E+04

	FSL R8-7982
	Muenchen
	 36.03
	 36.11
	36.51
	36.22
	4.90E+03

	FSL S5-0432
	Muenster
	33.69
	34.47
	34.44
	34.20
	2.43E+04

	FSL R8-7979
	Newport
	34.63
	35.80
	37.09
	35.84
	1.02E+04

	FSL R8-4333
	Ohio
	34.88
	34.45
	34.96
	34.76
	2.74E+04

	FSL R8-7977
	Oranienburg
	36.68
	36.33
	35.81
	36.27
	6.60E+03

	FSL S5-0642
	Oranienburg
	34.75
	34.05
	34.26
	34.35
	2.17E+04

	FSL R8-4727
	Orion
	35.34
	34.14
	34.77
	34.75
	2.15E+04

	FSL S5-0447
	Paratyphi B var. L(+) tartrate
	34.57
	34.19
	34.27
	34.34
	2.18E+04

	FSL R8-0451
	Pomona
	32.63
	34.17
	34.52
	33.77
	2.69E+04

	FSL R8-0115
	Poona
	32.06
	33.96
	33.71
	33.24
	2.13E+04

	FSL A4-0590
	Putten
	32.17
	34.74
	34.49 
	33.80
	2.56E+04

	FSL R8-6277
	Rissen var. 15+
	35.78
	35.82
	36.84
	36.15
	6.10E+03

	FSL R8-7983
	Roodepoort
	35.60
	35.38
	36.16
	35.71
	7.40E+03

	FSL S5-0649
	Saintpaul
	34.34
	34.35
	33.99
	34.19
	2.34E+04

	FSL S5-0458
	Schwarzengrund
	33.79
	34.36
	34.17
	34.11
	1.96E+04

	FSL S5-0658
	Senftenberg
	34.14
	34.38
	33.99
	34.17
	2.71E+04

	FSL R8-5221
	Tennessee
	33.83
	34.47
	34.15
	34.15
	2.17E+04

	FSL S5-0523
	Thompson
	33.85
	34.33
	33.86
	34.01
	2.76E+04

	FSL R8-5222
	Tornow
	35.96
	35.89
	35.18
	35.68
	9.50E+03

	FSL R6-0540
	Typhi
	31.97
	33.97
	33.71
	33.22
	1.78E+04

	FSL S5-0536
	Typhimurium
	34.71
	33.96
	34.49
	34.39
	2.42E+04

	FSL R8-3404
	Uganda
	32.93
	32.31
	34.92
	33.39
	2.25E+04

	FSL S5-0961
	Virchow
	33.89
	36.34
	34.49
	34.91
	8.13E+03

	FSL S5-0438
	Weltevreden
	34.53
	35.10
	34.65
	34.76
	2.45E+04

	FSL R9-0007
	Wien
	36.83
	36.22
	35.55
	36.20
	8.00E+03

	FSL S5-0490
	Worthington
	33.55
	34.08
	34.45
	34.03
	2.59E+04

	ATCC 13314
	subsp. arizonae
	36.81
	36.53
	37.83
	37.06
	1.11E+04

	ATCC 43973
	subsp. diarizonae
	35.41
	36.59
	35.47
	35.82
	9.90E+03

	ATCC 43974
	subsp. houtenae
	36.19
	39.01
	37.92
	37.71
	7.60E+03

	ATCC 43976
	subsp. indica
	35.38
	35.38
	36.01
	35.59
	5.35E+03

	ATCC 700148
	subsp. salamae
	35.50
	35.79
	36.46
	35.92
	1.10E+04

	ATCC 43975
	sp. bongori
	35.87
	36.67
	36.20
	36.25
	6.60E+03


aStrain designation. ATCC is the American Type Culture Collection. FSL is the Cornell University Food Safety Lab strain designation
bRep 1 through 3 represent technical replicates
cAverage CFU/mL from duplicate plating replicates of PBS pure culture suspensions used for the inclusivity screen


Supplementary Table 2. Salmonella strains and their corresponding Ct results and CFU/mL concentration from the inclusivity study for kit B
	Isolate IDa
	Serovar
	Rep 1b  Ct value
	Rep 2  Ct value
	Rep 3   Ct Value
	Average Ct
	Averagec CFU/mL

	FSL S5-0580
	I 1,4,[5],12:i:-
	 32.19
	 32.33
	 32.14
	32.22
	1.33E+04

	FSL R8-0153
	Aarhus
	 32.40
	 32.53
	 32.76
	32.56
	1.78E+04

	FSL R9-0513
	Abaetetuba
	 32.27
	 32.09
	 32.52
	32.29
	2.08E+04

	FSL R8-2110
	Adelaide
	Negatived
	32.99
	 32.85
	32.92
	1.25E+04

	FSL R8-9020
	Agona
	 32.49
	 32.12
	32.21
	32.27
	1.90E+04

	FSL S5-0517
	Agona
	31.68
	 31.82
	31.91
	31.80
	1.40E+04

	FSL R8-2924
	Alachua
	32.20
	32.42
	32.20
	32.27
	2.05E+04

	FSL R8-7981
	Anatum
	32.37
	32.13
	32.30
	32.27
	2.15E+04

	FSL R8-7922
	Bareilly
	32.07
	31.99
	31.93
	32.00
	2.37E+04

	FSL R8-1295
	Barranquilla
	32.31
	32.58
	32.91
	32.60
	1.45E+04

	FSL S5-0648
	Blockley
	31.48
	31.23
	31.13
	31.28
	1.70E+04

	FSL R8-7984
	Braenderup
	32.27
	31.97
	32.11
	32.12
	2.17E+04

	FSL R8-2629
	Bredeney
	32.87
	32.15
	32.62
	32.55
	1.68E+04

	FSL R8-0370
	Cerro
	32.03
	31.87
	32.01
	31.97
	1.80E+04

	FSL R8-3581
	Cubana
	32.03
	32.19
	31.89
	32.04
	1.63E+04

	FSL R8-2630
	Derby
	32.81
	32.62
	32.80
	32.74
	1.78E+04

	FSL R8-5370
	Dessau
	31.65
	31.26
	31.67
	31.53
	2.08E+04

	FSL S5-0439
	Dublin
	32.01
	31.68
	31.87
	31.85
	2.08E+04

	FSL R8-2454
	Ealing
	32.88
	32.82
	32.91
	32.87
	1.15E+04

	FSL S5-0415
	Enteritidis
	31.93
	31.92
	31.77
	31.87
	2.04E+04

	FSL R8-5569
	Gaminara
	31.97
	32.08
	31.92
	31.99
	2.22E+04

	FSL R8-5223
	Hartford
	31.75
	31.70
	31.76
	31.74
	1.91E+04

	FSL S5-0549
	Havana
	31.67
	31.86
	31.71
	31.75
	2.19E+04

	FSL S5-0448
	Heidelberg
	32.32
	32.57
	31.95
	32.28
	2.18E+04

	FSL R8-4726
	Ibadan
	31.57
	31.63
	31.80
	31.67
	2.54E+04

	FSL R8-5224
	Ibadan/Mississippi
	32.36
	32.27
	32.32
	32.32
	1.91E+04

	FSL S5-0734
	Infantis
	31.87
	32.08
	31.65
	31.87
	2.12E+04

	FSL S5-0395
	Javiana
	31.57
	31.25
	31.67
	31.50
	2.46E+04

	FSL S5-0703
	Johannesburg
	31.59
	31.76
	31.57
	31.64
	2.55E+04

	FSL S5-0273
	Kentucky
	32.18
	31.98
	31.86
	32.01
	2.06E+04

	FSL R8-6279
	Lille
	31.38
	31.54
	31.72
	31.55
	2.21E+04

	FSL R8-5215
	Livingstone
	32.19
	31.81
	31.90
	31.97
	1.58E+04

	FSL R8-9562
	Loubomo
	31.88
	32.12
	31.19
	32.06
	2.14E+04

	FSL S5-0451
	Mbandaka
	32.78
	32.69
	Positivee 
	32.74
	1.24E+04

	FSL R8-6670
	Meleagridis
	32.79
	32.50
	32.35
	32.55
	1.85E+04

	FSL R8-2410
	Minnesota
	32.76
	32.49
	32.76
	32.67
	2.07E+04

	FSL A4-0633
	Mississippi
	32.00
	31.96
	31.80
	31.92
	2.10E+04

	FSL S5-0630
	Montevideo
	31.83
	31.51
	31.79
	31.71
	1.57E+04

	FSL R8-7982
	Muenchen
	31.84
	32.01
	32.09
	31.98
	1.74E+04

	FSL S5-0432
	Muenster
	31.82
	31.05
	31.90
	31.59
	2.16E+04

	FSL R8-7979
	Newport
	32.11
	32.12
	 32.17
	32.13
	2.31E+04

	FSL R8-4333
	Ohio
	32.34
	 32.05
	32.02
	32.14
	2.04E+04

	FSL R8-7977
	Oranienburg
	32.18
	32.03
	32.55
	32.25
	2.05E+04

	FSL S5-0642
	Oranienburg
	31.63
	31.24
	31.39
	31.42
	2.22E+04

	FSL R8-4727
	Orion
	32.39
	33.19
	 32.56
	32.71
	1.68E+04

	FSL S5-0447
	Paratyphi B var. L(+) tartrate
	32.25
	31.93
	31.65
	31.94
	2.26E+04

	FSL R8-0451
	Pomona
	31.94
	32.10
	31.97
	32.00
	1.63E+04

	FSL R8-0115
	Poona
	32.12
	32.60
	32.60
	32.44
	1.71E+04

	FSL A4-0590
	Putten
	32.35
	33.12
	Negatived 
	32.74
	1.93E+04

	FSL R8-6277
	Rissen var. 15+
	32.03
	 32.19
	31.89
	32.04
	2.03E+04

	FSL R8-7983
	Roodepoort
	32.08
	32.03
	31.93
	32.01
	2.36E+04

	FSL S5-0649
	Saintpaul
	32.65
	32.63
	32.76
	32.68
	2.19E+04

	FSL S5-0458
	Schwarzengrund
	32.20
	32.06
	32.06
	32.11
	1.56E+04

	FSL S5-0658
	Senftenberg
	32.82
	31.90
	31.74
	31.82
	1.99E+04

	FSL R8-5221
	Tennessee
	32.31
	32.57
	32.55
	32.48
	2.05E+04

	FSL S5-0523
	Thompson
	32.36
	32.03
	32.14
	32.18
	2.69E+04

	FSL R8-5222
	Tornow
	32.76
	32.49
	32.76
	32.67
	2.07E+04

	FSL R6-0540
	Typhi
	32.06
	32.04
	32.24
	32.11
	1.92E+04

	FSL S5-0536
	Typhimurium
	32.16
	32.11
	32.32
	32.20
	1.62E+04

	FSL R8-3404
	Uganda
	31.93
	31.87
	31.84
	31.88
	1.49E+04

	FSL S5-0961
	Virchow
	32.00
	31.75
	31.77
	31.84
	1.48E+04

	FSL S5-0438
	Weltevreden
	31.68
	31.56
	32.07
	31.77
	2.01E+04

	FSL R9-0007
	Wien
	Negatived
	Negatived
	32.57
	32.57
	1.95E+04

	FSL S5-0490
	Worthington
	32.76
	32.85
	33.05
	32.89
	1.62E+04

	ATCC 13314
	subsp. arizonae
	Negatived
	31.78
	31.76
	31.77
	2.26E+04

	ATCC 43973
	subsp. diarizonae
	32.17
	32.20
	32.18
	32.18
	1.70E+04

	ATCC 43974
	subsp. houtenae
	32.72
	Negatived
	Negatived
	32.72
	1.13E+04

	ATCC 43976
	subsp. indica
	Positivee
	Positivee 
	Positivee 
	NA
	2.64E+03

	ATCC 700148
	subsp. salamae
	32.61
	32.69
	32.26
	32.52
	1.67E+04

	ATCC 43975
	sp. bongori
	31.22
	Negatived
	Negatived
	31.22
	1.50E+04


aStrain designation. ATCC is the American Type Culture Collection. FSL is the Cornell University Food Safety Lab strain designation
bRep 1 through 3 represent technical replicates
cAverage CFU/mL from duplicate plating replicates of PBS pure culture suspensions used for the inclusivity screen
dNegative results indicate the corresponding strain was not detected
ePositive results indicate the corresponding strain was detected, but no Ct value was generated


Supplementary Table 3. Salmonella strains and their corresponding Ct results and CFU/mL concentration from the inclusivity study for kit C
	Isolate IDa
	Serovar
	Rep 1b  Ct value
	Rep 2  Ct value
	Rep 3   Ct Value
	Average Ct
	Average CFU/mLc

	FSL S5-0580
	I 1,4,[5],12:i:-
	33.01
	32.80
	33.29
	33.03
	2.30E+04

	FSL R8-0153
	Aarhus
	32.50
	32.28
	33.54
	32.77
	2.80E+04

	FSL R9-0513
	Abaetetuba
	33.13
	34.69
	33.54
	33.79
	4.11E+04

	FSL R8-2110
	Adelaide
	33.66
	32.58
	33.96
	33.40
	1.12E+04

	FSL R8-9020
	Agona
	33.73
	33.20
	33.01
	33.31
	2.98E+04

	FSL S5-0517
	Agona
	32.76
	30.35
	30.46
	31.19
	2.21E+04

	FSL R8-2924
	Alachua
	32.76
	33.09
	33.43
	33.09
	2.84E+04

	FSL R8-7981
	Anatum
	33.30
	33.94
	33.12
	33.45
	4.11E+04

	FSL R8-7922
	Bareilly
	32.87
	33.29
	33.65
	33.27
	3.07E+04

	FSL R8-1295
	Barranquilla
	32.63
	33.24
	33.13
	33.00
	3.06E+04

	FSL S5-0648
	Blockley
	33.82
	33.14
	32.92
	33.29
	1.45E+04

	FSL R8-7984
	Braenderup
	32.93
	33.81
	32.99
	33.24
	2.85E+04

	FSL R8-2629
	Bredeney
	32.85
	33.75
	34.17
	33.59
	2.23E+04

	FSL R8-0370
	Cerro
	33.49
	33.09
	33.00
	33.19
	1.73E+04

	FSL R8-3581
	Cubana
	33.60
	33.14
	33.50
	33.41
	2.75E+04

	FSL R8-2630
	Derby
	32.83
	32.76
	33.71
	33.10
	2.62E+04

	FSL R8-5370
	Dessau
	33.67
	33.19
	33.04
	33.30
	2.82E+04

	FSL S5-0439
	Dublin
	33.27
	33.55
	34.18
	33.67
	3.74E+04

	FSL R8-2454
	Ealing
	32.14
	33.03
	33.48
	32.88
	3.25E+04

	FSL S5-0415
	Enteritidis
	33.21
	32.81
	34.04
	33.35
	3.42E+04

	FSL R8-5569
	Gaminara
	33.48
	32.86
	33.49
	33.28
	3.18E+04

	FSL R8-5223
	Hartford
	33.90
	33.12
	32.91
	33.31
	4.06E+04

	FSL S5-0549
	Havana
	33.04
	33.17
	33.51
	33.24
	1.33E+04

	FSL S5-0448
	Heidelberg
	32.76
	33.56
	33.28
	33.20
	2.10E+04

	FSL R8-4726
	Ibadan
	33.18
	32.98
	32.63
	32.93
	3.19E+04

	FSL R8-5224
	Ibadan/Mississippi
	33.60
	33.19
	33.19
	33.33
	4.31E+04

	FSL S5-0734
	Infantis
	32.96
	33.06
	33.54
	33.19
	1.76E+04

	FSL S5-0395
	Javiana
	33.05
	33.43
	33.69
	33.39
	3.33E+04

	FSL S5-0703
	Johannesburg
	33.61
	32.92
	33.43
	33.32
	1.57E+04

	FSL S5-0273
	Kentucky
	33.68
	34.27
	32.86
	33.60
	3.32E+04

	FSL R8-6279
	Lille
	33.56
	33.22
	32.73
	33.17
	3.19E+04

	FSL R8-5215
	Livingstone
	33.48
	33.73
	33.49
	33.57
	3.63E+04

	FSL R8-9562
	Loubomo
	33.15
	33.44
	32.95
	33.18
	1.93E+04

	FSL S5-0451
	Mbandaka
	33.21
	33.45
	33.21
	33.29
	1.72E+04

	FSL R8-6670
	Meleagridis
	34.03
	33.02
	33.79
	33.61
	3.82E+04

	FSL R8-2410
	Minnesota
	32.92
	33.96
	33.08
	33.32
	3.45E+04

	FSL A4-0633
	Mississippi
	32.57
	33.71
	32.94
	33.07
	3.15E+04

	FSL S5-0630
	Montevideo
	33.00
	33.17
	33.03
	33.07
	1.93E+04

	FSL R8-7982
	Muenchen
	33.31
	32.59
	33.46
	33.12
	3.32E+04

	FSL S5-0432
	Muenster
	33.01
	33.50
	33.20
	33.24
	3.21E+04

	FSL R8-7979
	Newport
	34.99
	33.51
	33.47
	33.99
	2.12E+04

	FSL R8-4333
	Ohio
	32.91
	32.83
	33.46
	33.07
	2.81E+04

	FSL R8-7977
	Oranienburg
	32.90
	33.73
	33.50
	33.38
	3.41E+04

	FSL S5-0642
	Oranienburg
	33.47
	33.11
	33.21
	33.26
	1.82E+04

	FSL R8-4727
	Orion
	33.09
	32.80
	32.90
	32.93
	2.90E+04

	FSL S5-0447
	Paratyphi B. var. L(+) tartrate
	33.28
	32.96
	32.86
	33.03
	2.01E+04

	FSL R8-0451
	Pomona
	32.70
	32.77
	33.12
	32.86
	3.35E+04

	FSL R8-0115
	Poona
	32.89
	32.55
	33.27
	32.90
	3.25E+04

	FSL A4-0590
	Putten
	33.13
	33.57
	33.7 
	33.47
	3.26E+04

	FSL R8-6277
	Rissen var. 15+
	33.76
	33.19
	33.70
	33.55
	2.70E+04

	FSL R8-7983
	Roodepoort
	33.45
	33.62
	32.79
	33.29
	3.11E+04

	FSL S5-0649
	Saintpaul
	32.99
	33.21
	33.51
	33.24
	2.02E+04

	FSL S5-0458
	Schwarzengrund
	33.33
	33.08
	33.15
	33.19
	1.52E+04

	FSL S5-0658
	Senftenberg
	33.07
	32.61
	32.81
	32.83
	2.13E+04

	FSL R8-5221
	Tennessee
	33.02
	33.92
	33.05
	33.33
	2.33E+04

	FSL S5-0523
	Thompson
	32.93
	32.88
	32.74
	32.85
	1.55E+04

	FSL R8-5222
	Tornow
	33.57
	33.60
	34.03
	33.73
	4.00E+04

	FSL R6-0540
	Typhi
	33.60
	33.54
	33.61
	33.58
	2.72E+04

	FSL S5-0536
	Typhimurium
	33.06
	32.97
	33.21
	33.08
	1.85E+04

	FSL R8-3404
	Uganda
	32.62
	33.02
	33.24
	32.96
	3.44E+04

	FSL S5-0961
	Virchow
	33.69
	32.82
	33.21
	33.24
	1.75E+04

	FSL S5-0438
	Weltevreden
	33.84
	33.80
	33.75
	33.80
	3.15E+04

	FSL R9-0007
	Wien
	33.55
	32.26
	32.80
	33.20
	3.64E+04

	FSL S5-0490
	Worthington
	33.04
	33.08
	33.00
	33.04
	1.77E+04

	ATCC 13314
	subsp. arizonae
	33.11
	32.86
	33.12
	33.03
	3.35E+04

	ATCC 43973
	subsp. diarizonae
	33.13
	33.56
	33.53
	33.41
	2.64E+04

	ATCC 43974
	subsp. houtenae
	33.61
	Positived
	34.31
	33.96
	2.96E+04

	ATCC 43976
	subsp. indica
	34.73
	34.62
	34.55
	34.63
	3.16E+04

	ATCC 700148
	subsp. salamae
	34.19
	33.61
	33.94
	33.91
	2.99E+04

	ATCC 43975
	sp. bongori
	33.33
	33.66
	33.13
	33.37
	2.41E+04


aStrain designation. ATCC is the American Type Culture Collection. FSL is the Cornell University Food Safety Lab strain designation
bRep 1 through 3 represent technical replicates
cAverage CFU/mL from duplicate plating replicates of PBS pure culture suspensions used for the inclusivity screen
dPositive results indicate the corresponding strain was detected, but no Ct value was generated
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